Adverse Events of the Duodenal-Jejunal Bypass Liner: a Systematic Review.
A systematic review was conducted on adverse events (AEs) associated with the use of the duodenal-jejunal bypass liner (DJBL). PubMed, EMBASE, and Cochrane library were searched up to January 2018. The quality of reporting AEs was determined by the McHarm questionnaire and the risk of bias by the Newcastle-Ottawa scale. Thirty-eight studies were included. The comparability of the studies was low and the McHarm questionnaire showed incompleteness for most parameters in all studies. A total of 891 AEs were reported in 1056 patients. Thirty-three AEs (3.7%) were classified as severe, including hepatic abscess and esophageal perforation. The anchor of the DJBL caused or likely caused 85% of the SAEs. To improve the safety margin of the DJBL, adjustments to the anchoring system are needed.